Abstract Technical Note
We recently started to offer calculated free testosterone (FT) and bioavailable testosterone (BT) results as part of the expansion of our clinical endocrinology laboratory tests. The calculations were based on published formulas [3, 4] widely accepted and adopted in the clinical diagnostic arena. We built calculation functions initially in Microsoft Excel, [5] requiring manual entry of instrument performed sex hormone binding globulin (SHBG), serum total testosterone (TT), and albumin results. The resulting calculated FT and BT were then transcribed back into the LIS. This step introduced the possibility of transcription errors and errors in patient identification. With the implementation of the Epic Beaker LIS (Madison, WI) to streamline communication with our hospital EMR also through the same vendor, we looked to automate the process to eliminate potential transcription and patient identification errors, and to increase efficiency. We needed to build from the ground up a quadratic solver to automate FT and BT calculation. We were able to develop and set up such an automated process so that test results of SHBG and albumin from instruments interfaced with the LIS would automatically populate the newly built Beaker calculation module. With uploaded TT results, calculation of FT and BT were automatic and results reported promptly. We validated the LIS calculation function to show its accuracy by simulating and applying a wide-ranging instrument performed test results including results of < or > values at extreme ends of analytical measurement ranges, and compared resultant FT and BT values with those obtained from Excel, as well as from a scientific calculator.
MaterIals and Methods
Formula for the calculation of FT: Formula for the calculation of BT: [4] BT (nmol/L), = Calculation of FT and BT by excel function: [5] Due to deviations of unit of measure of results coming from instruments, API5500 (Sciex, Redwood Shores, CA, USA) and Abbott Architect (Libertyville, IL, USA), unit of measurement conversions were carried out in Excel as follows:
Laboratory information system
EPIC Beaker (Madison, WI, USA) was the designated LIS in our institution. Instruments performing SHBG, albumin were directly interfaced with LIS. TT was by LC-MS/MS, and results were automatically uploaded to LIS through flat file transfer.
Building calculation module in Epic Beaker
Unit conversion for sex hormone binding globulin from architect and total testosterone from API5500
Prerequisite step to ensure the unit of measure for both SHBG and TT are in mol/L.
Setup calculation variables and link to result components in Beaker
• Variable α # -Testosterone result component • Variable β -Sex hormone binding globulin • Variable γ -Albumin.
#
Variables in numeric numbers 1, 2, and 3 were substituted by Greek alphabets α, β, γ, respectively, for clarity.
Setup delta as part of equation solver for variable {δ} (= {4})
δ = (({β} − ({α}/28.84)) + (1+ ({γ} × 10 × 36000/69000))) 2 + (4× (1+ (({γ} × 10) × 36000/69000)) ×{α} × 10/288.4). 
Setup all equations used for final calculations

Setup reflex actions to append interpretative reference ranges and comments
Reflex actions are setup on the test level to append appropriate reference ranges and result comments according to patients age and gender.
All codes were made available through Epic users group for institutions wishing to implement the module developed and reported here.
Validation of Epic Beaker calculation of free testosterone and bioavailable testosterone
A set of 20 specimens were collected from patients with different genders and age groups. TT, albumin, and SHBG were performed on multiple instruments and results (TT and albumin) were populated on an Excel spreadsheet setup for BT with the calculation formula, and results (TT, SHBG, and albumin) were populated on a separate Excel J Pathol Inform 2017, 1:28 http://www.jpathinformatics.org/content/8/1/28 spreadsheet setup for FT.
[5] Validation of the results was performed step-wise following quadratic solver embedded in the formulas. These instrument results were also entered in Beaker LIS test environment, and the calculated results of FT and BT were compared with and verified by the results from the Excel spreadsheets. A separate comparison was performed using results from scientific calculators. The high and low-end results from the instruments were also taken into consideration, making sure that the Beaker LIS calculations would not deviate within the full analytical ranges of the assays.
After all the validation was completed, the new calculation formulas and result components were moved to the Beaker LIS production environment. The instrument interface was then activated in the production environment so that TT, albumin and SHBG results from the instruments were directly and automatically populated in Beaker LIS. During the first few batches of specimen run in production over 4 weeks, laboratory personnel also entered all these instrument results on the Excel spreadsheets in use prior, and both sets of results were cross checked and verified to make sure the Beaker LIS calculations were accurate across all gender and age groups of patients. Any potential discrepancies were to be reported to the medical director and LIS analyst for further investigation.
results
We developed advanced calculations from the ground up in Epic Beaker LIS and implemented them in the clinical diagnostic laboratory, as there is no precedent of equation based formula for FT and BT calculations in Epic LIS, nor any such calculation template available in the Epic Foundation system. [6] The calculation of FT is based on the equation developed and reported by Vermeulen et al., 1999 [3] and calculation of BT is based on equation reported by Morris et al., 2004, [4] requiring instrument performed test results for SHBG, TT and/or albumin as components of equations.
A set of calculation variables were created in Epic Beaker, and complex mathematical logic and functions were used to link the variables and perform final calculations [ Figure 1 ]. Calculations were performed on the background during result entry events, and calculated results were populated in result components of the specimens automatically [ Table 1 ]. Calculated results in Epic Beaker were then validated and compared to manual calculations by Excel worksheets and by scientific calculators and were found to be accurate without any discrepancies, under wide range input variables.
The workflow before implementing automatic calculation was to first transcribe results of TT, SHBG, and albumin onto printouts of sample batch, review the transcriptions for errors, and subsequent transcription to Excel files [5] set up for the calculation separately FT and BT, and finally transcribe calculated FT and BT values based on Excel printouts, back to LIS and release reports. All above steps were eliminated after the implementation of LIS calculation. With the instrument results of albumin and SHBG automatically populate, once TT results were uploaded to LIS, FT, and BT results were promptly reported with the appropriate set up of auto-verification in LIS. Such increase in efficiency and time saving is estimated to be more than 1-2 h for a batch of fifty of FT or BT samples. 
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